
 

 

 

 

 

 

 

 





Intrafix® SafeSet Standard set  

M (SD) Me M (SD) Me Z Effect size 

How do you evaluate the 

perforation of the bag/bottle? 

How do you evaluate the shape of 

the spike (point) in facilitating 

perforation? 

How do you evaluate the seal of the 

solution in the drip chamber? 

Did you find drops in the terminal 

part of the set at the end of filling? 

Was it easy to remove the 

connection cap from the catheter? 

Was the connecting point to the 

catheter contaminated by the drug 

solution? 

How do you evaluate the infusion 

using the roller clamp (adjustment 

wheel)? 

Did the infusion rate remain 

constant throughout the infusion? 

How do you evaluate the 

perforation of the bag/bottle? 

How do you evaluate the shape of 

the spike (point) in facilitating 

perforation? 

Table 1: 



 Intrafix® SafeSet system Standard system 

Time [seconds] Cost [Euro] Time [seconds] Cost [Euro] 

Average 47.0 0.31 72.1 0.48 

Table 2:

 Difference cost [Euro] Percentage 

Total 62.083 100 

Table 3:




